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Abstract: We report on improvement of the adsorptive transfer stripping technique 
(AdTS) coupled with the differential pulse voltammetry Brdicka reaction to determine a 
thiol-protein. The current technique has been unable to generate reproducible results when 
analyzing very low sample volumes (nanolitres). This obstacle can be overcome 
technically by modifying the current transfer technique including cooling step of the 
adsorbed analyte. We tested the technique on determination of a promising tumour disease 
marker protein called metallothionein (MT). The detection limit (3 S/N) of MT was 
evaluated as 500 zeptomoles per 500 nL (1 pM) and the quantification limit (10 S/N) as 
1,500 zeptomoles per 500 nL (3 pM). Further, the improved AdTS technique was utilized 
to analyze blood serum samples from patients with breast cancer. Based on the results 
obtained it can be concluded that the improved technique can be used to detect a thiol-
protein in very low sample volumes and can also prevent interferences during the washing 
and transferring step. 
 
Keywords: Proteomics, metallothionein, thiols, differential pulse voltammetry, Brdicka 
reaction, adsorptive transfer stripping technique, human blood serum, tumour disease, 
zeptomole 
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1. Introduction 
 

Thiols play a significant role in a number of biological activities; however, many of their functions 
still remain unclear. Their involvement with regulating reactive oxygen species and metal ions, as well 
as in transcription and translation have been and continue to be studied extensively. They could also 
serve as markers for many health problems [1,2]. Metallothioneins (MT) are a group of proteins rich in 
cysteine with molecular weights ranging from 6 to 10 kDa [3-5]. These proteins' main physiological 
role is to maintain heavy metal ion homeostasis. MT's biological function is possibly associated with 
their overexpression in patients with a tumour disease [6-9]. Several papers have discussed and 
investigated the detection of metallothioneins using different methods [10-18]. These approaches 
utilized capillary electrophoresis, liquid chromatography mass spectrometry, inductive coupled plasma 
mass spectrometry, immunoassays and electrochemistry. Electrochemical techniques represent an 
alternative to hyphenated and high cost techniques due to their sensitivity and low cost [17,18]. The 
aim of this paper is to improve the current adsorptive transfer stripping technique (AdTS) to analyze 
MT in volumes down to nanolitres. 

 
2. Experimental 
 
2.1 Chemicals, pH measurements and pipetting 
 

Rabbit liver MT (MW 7143), containing 5.9 % Cd and 0.5 % Zn, were purchased from Sigma 
Aldrich (St. Louis, USA). Tris(2-carboxyethyl)phosphine (TCEP) was prepared by Molecular Probes 
(Eugene, Oregon, USA). 10 μg/mL MT stock standard solutions were prepared with ACS grade water 
(Sigma-Aldrich, USA) and stored in the dark at –20 °C. Working standard solutions were prepared 
daily by dilution of the stock solutions. The pH value was measured using WTW inoLab Level 3 
(Weilheim, Germany), connected to a computer and controlled by MultiLab Pilot software (Weilheim, 
Germany). The pH-electrode (SenTix-H, pH 0–14/3M KCl) was regularly calibrated by a set of WTW 
buffers (pH 4.01, 7.00 and 10.00) (Weilheim, Germany). To pipette volumes down to micro and 
nanolitres, pipettes used were purchased from Eppendorf Research (Eppendorf, Germany) with the 
highest certified deviation (±12 %). 

 
2.2 Electrochemical measurements 
 

Electrochemical measurements were performed with an AUTOLAB Analyser (EcoChemie, 
Netherlands) connected to a VA-Stand 663 (Metrohm, Switzerland), using a standard cell and three 
electrodes. The working electrode was a hanging mercury drop electrode (HMDE). The reference 
electrode was a Ag/AgCl/3M KCl electrode and a glassy carbon electrode was used as the auxiliary 
electrode. Smoothing and baseline correction was employed by GPES 4.4 software supplied by 
EcoChemie. 
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Adsorptive transfer stripping technique. The principle of the adsorptive transfer stripping technique is 
based on the strong adsorption of the target molecule on the surface of the working electrode at an 
open circuit (Fig. 1A). The hanging mercury drop electrode is periodically renewed (Figure 1A1). 
Target molecules are adsorbed on the surface of the renewed working electrode at an open circuit 
(Figure 1A2). The electrode is washed with a supporting electrolyte (Figure 1A3). The electrode with 
the adsorbed target molecules is measured in the presence of the supporting electrolyte (Figure 1A4). 

 
Brdicka reaction of MT. MT was measured by AdTS coupled with a differential pulse voltammetry 
(DPV) Brdicka reaction. Brdicka supporting electrolyte (1 mM Co(NH3)6Cl3 and 1 M ammonia buffer 
(NH3(aq) + NH4Cl, pH = 9.6) was used without surface-active agent additives. AdTS DPV Brdicka 
reaction parameters were as follows: an initial potential of –0.35 V, an end potential of –1.8 V, a 
modulation time of 0.057 s, a time interval of 0.2 s, a step potential of 1.05 mV, a modulation 
amplitude of 250 mV, Eads = 0 V. Temperature of supporting electrolyte was 4 °C. 

 
Figure 1. Scheme of adsorptive transfer technique (A). Typical voltammograms of 100 
nM MT (solid red line), supporting electrolyte (dotted black line) (B).  
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2.3 Clinical material 
 

Human blood serum samples from patients with breast cancer were obtained from the Department 
of Clinical Biochemistry and Pathobiochemistry, FN Motol, Prague, Czech Republic. The sampled 
sera were immediately frozen at –20 °C prior to their preparation. The sample was prepared by heat 
treatment followed by solvent precipitation. The samples were kept at 99 °C in a thermomixer 
(Eppendorf 5430, USA) for 15 min. with occasional stirring, and then cooled to 4 °C. The denatured 
homogenates were centrifuged at 4 °C, 15,000 g for 30 min. (Eppendorf 5402, USA). Heat treatment 
and solvent precipitation effectively denatured and removed high molecular weight proteins from the 
samples [19]. MT levels in the human blood serum samples were measured by AdTS DPV Brdicka 
reaction. 

 
2.4 Descriptive statistics 
 

Microsoft Excel® (USA) was used for mathematical analyses. Results are expressed as mean ± S.D. 
unless noted otherwise. The detection limits (3 S/N) were calculated according to Long [20], whereas 
N was expressed as standard deviation of noise determined in the signal domain. 

 
3. Results and Discussion 
 

Proteomic research demands highly sensitive analytical instruments to detect very low volumes or 
amounts of a biological sample. Analysis is preferably carried out on the instruments to be low cost 
and easy to use, and, moreover, there is great demand on miniaturization of the instruments used [21-
36]. The impact of these demands is well demonstrated in the field of flow microchips technology [37-
52]. Electrochemical devices, methods and approaches have a valuable contribution to this field. In 
particular, the introduction of adsorptive transfer technique by Prof. Palecek was a great advancement 
in the electroanalysis of low volume samples [52-58]. 

 
3.1 Utilizing of adsorptive transfer technique for analysis of MT 
 

The AdTS technique coupled with the DPV Brdicka reaction can be used to detect metallothionein 
in low sample volumes and can also prevent interferences during the washing and transferring step 
(Figure 1A,B). The technique, however, has its limitations. This technique currently is unable to 
generate reproducible results when analyzing very low sample volumes. We attempted to investigate 
how changes in drop volume and area of the working electrode influence the repeatability and 
sensitivity of the measurements. Study of MT (100 µM) drop volumes of 2.5, 5.0, 10 and 15 µL by 
AdTS DPV Brdicka reaction at HMDE with a drop area of 400 µm2, resulted in well developed and 
reproducible Brdicka catalytic signals of 1.5, 3.0, 6.2 and 9.2 ng of MT, respectively (Figure 2Aa). 
The height of the Cat2 signal was nearly proportional to MT content with a R2 value of 0.9816. The 
measurements were repeated five times and relative standard deviation of Cat2 peak height did not 
exceed 5 %. 
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MT measurements (100 nM) with drop volumes of 0.5, 1.0, 1.5, 2.5 and 5.0 µL could be carried out 
using HMDE with a drop area of 250 µm2. The Brdicka catalytic peaks were well apparent in the 
measured voltammograms, whereas Cat2 peaks were sufficiently detected even at low MT amounts of 
0.3, 0.6, 0.9, 1.5 and 3.0 ng (Figure 2Ba). However, relative standard deviation (R.S.D., %) increased 
significantly with decreasing drop volume. The R.S.D. measurements of MT in 2.5, 1.5, 1.0 and 0.5 µL 
were 4 %, 8 %, 15 % and 40 %, respectively. Enhanced Cat2 peak height was observed with 
increasing R.S.D. The Cat2 peak measured after adsorption of MT from drop of 500 nL was five times 
higher compared to that measured after adsorption of MT from drop of 2,500 nL. The enhanced Cat2 
peak height was almost proportional to the decrease in drop volume (Figure 2Ba). This phenomenon is 
possibly due to water evaporation from a drop of MT standard solution. Due to this phenomenon, MT 
concentration increased and a higher peak was observed. Based on the results obtained, this approach 
cannot be used for quantitative determination of proteins in very low sample volumes at room 
temperature. 

 
Figure 2. Dependence of Cat2 peak height of MT on drop volumes of 2.5, 5.0, 10 and 15 
µL (A, non-cooled parafilm a and cooled parafilm b, measured at HMDE of area of 400 
µm2) and of 0.5, 1, 1.5, 2.5 and 5 µL (B, non-cooled parafilm a and cooled parafilm b, 
measured at HMDE of area of 250 µm2). In insets: typical DP voltammograms of MT 
(100 nM). Peak height of 72.3 nA (Aa), 78.6 nA (Ab), 1.1 nA (Ba) and 22.3 (Bb) 
correspond to 100 %. 
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3a). The slide is washed with ethanol and distilled water (Milli Q, 18 MΩ) and transferred to a cooled 
space, in this case to a beaker filled with distilled water and placed in a tempered water bath (Julabo, 
Germany, Figure 3b) at a temperature of 2 °C. Prior to use, the slide is removed from the bath and 
dried using cellulose. MT low volume drops were pipetted onto the dried slide (Figure 3c) and then 
adsorbed on the surface of HMDE at open circuit (Figure 3d). The electrode with the adsorbed target 
molecule is washed and measured (Figures 3e-g). The experiment discussed in Section 3.1. was 
repeated and MT measurements (100 µM) with drop volumes of 2.5, 5.0, 10 and 15 µL were carried 
out using the improved AdTS DPV Brdicka reaction and HMDE with a drop area of 400 µm2 (Fig. 
2Ab). Compared to results shown in Fig. 2Aa the signals were higher and more proportional to MT 
content with a R2 value of 1.000. Relative standard deviation of Cat2 (n = 5) peak height did not 
exceed 4 %. 

 
3.3 Electrochemical analysis of MT in low volume samples 
 

Due to these results further studies were done on MT samples with various volumes. Investigations 
were done on MT containing samples (100 nM) with volumes of 0.5, 1.0, 1.5, 2.5 and 5.0 µL using 
HMDE with a drop area of 250 µm2 (Figure 2Bb). The improvement of the transfer technique 
described above enabled us to detect MT in very low volume samples in comparison to the “standard” 
transfer technique (Figure 2Ba,b). The height of Cat2 signal was proportional to MT content with a R2 
value of 0.9928 and the relative standard deviation of Cat2 peak height was not higher than 6 %. 
Substantial improvement in results was due to decrease in water evaporation in low volume drops. 

 
Figure 3. Scheme of improvement of the transfer to detect MT in very low volumes of a 
sample. Microscopic slide, degreasing and seaming of small square from parafilm (10 × 
10 cm, Sigma-Aldrich) (a), transferring it to a beaker filled with distilled water and 
placed in the tempered water bath (temperature of 2 °C, at least 15 min., Julabo, 
Germany) (b), drying it using cellulose and pipetting of a sample on it (c), adsorbing of 
MT on the surface of HMDE (d), transferring the electrode (e) and washing it with 
supporting electrolyte (f), transferring the electrode and measuring (g). 
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Additional investigations on the influence of the accumulation of MT over time (500 nL) on Cat2 
peak height were studied. The peak enhanced to 120 s long accumulation, then gradually decreased 
(Figure 4A).  

 
Figure 4. Dependence of Cat2 peak height on accumulation time (A) and on MT 
concentration within the range from 25 to 5,000 pM (blue square, B) and from 25 to 500 
pM (red triangles, in inset in B). Dependence of Cat2 peak potential on MT 
concentration (black dot, B). Volume: 500 nL, HMDE area: 250 µm2. Other 
experimental conditions the same as in Figure 1 and 3. 
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Cat2 peak height on MT concentration. The peak height increased with increasing MT concentration 
within the tested interval from 25 to 5,000 nM (Fig. 4B). The linear dependence was measured within 
the interval from 25 to 500 pM with relative standard deviation of 2.5 % (n = 5, inset in Figure 4B). 
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volumes were analyzed using the revised technique according to the scheme shown in Fig. 3 and MT 
samples with 5 µL volumes were analyzed using the “standard” technique. Results from the revised 
technique were compared with the “standard” transfer technique data. In both cases well developed 
catalytic signals were observed (Figure 5).  

 
Figure 5. DP voltammograms of human blood serum samples from four patients with 
breast cancer. Volume of the sample analyzed: 500 nl, HMDE area: 250 µm2. Other 
experimental conditions the same as in Figure 1 and 3. 

 
 
 
 
 
 
 
 
 
 
 

 
 
 
 
 
Quantification of MT levels in the samples was based on the determination of the Cat2 peak height. 

MT levels varied from 0.8 to 2.4 µM (1.56 ± 0.79 µM) in respect to 5 µL volumes and from 1.2 to 1.7 
µM (1.46 ± 0.28 µM) in respect to 500 nL volumes. A significant difference in standard deviations 
was observed between the two techniques. A sample prepared according to the procedure mentioned in 
the “Experimental” section contained several low molecular weight thiols (e.g. glutathione) in addition 
to the presence of MT containing thiols. This phenomenon could be a result due to altered adsorption 
of these substances at a lower temperature and lower sample volume. However, the means of MT 
levels determined in breast cancer patients by both techniques were in good agreement with each 
other. 

 
4. Conclusions 
 

Proteomic approaches to the identification of novel biomarkers for cancer diagnosis and staging 
have traditionally relied on the identification of differentially expressed proteins between tumour cells 
and their normal counterparts based on the patterns of protein expression observed by two-dimensional 
gel electrophoresis (2D-PAGE) and mass spectrometry. Here, we report on alternative way to detect 
proteins that can be carried out with very low demands on an instrument, consumable costs and of 
operator skill. The present paper suggested a simple but effective improvement (cooling of the 

-1.6-1.3-0.9

Potential (V)

3

2

1

Patient

50 nA

scan

4

-1.6-1.3-0.9

Potential (V)

3

2

1

Patient

50 nA

scan

4



Sensors 2008, 8              
 

 

2301

parafilm) to the adsorptive transfer technique, which consequently resulted in several advantages when 
conducting measurements. Diminished water evaporation in low volume drops and greater MT 
adsorption under improved controlled conditions were the major changes observed which allowed 
measurements down to several hundred nanolitres with relatively low standard deviations and low 
detection and quantification limit. 
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